The effects of gold nanoparticles (GNPs) in 125 I brachytherapy dose enhancement on choroidal melanoma are examined using the Monte Carlo simulation technique. Usually, Monte Carlo ophthalmic brachytherapy dosimetry is performed in a water phantom. However, here, the compositions of human eye have been considered instead of water. Both human eye and water phantoms have been simulated with MCNP5 code. These simulations were performed for a fully loaded 16 mm COMS eye plaque containing 13 125 I seeds. The dose delivered to the tumor and normal tissues have been calculated in both phantoms with and without GNPs. Normally, the radiation therapy of cancer patients is designed to deliver a required dose to the tumor while sparing the surrounding normal tissues. However, as the normal and cancerous cells absorbed dose in an almost identical fashion, the normal tissue absorbed radiation dose during the treatment time. The use of GNPs in combination with radiotherapy in the treatment of tumor decreases the absorbed dose by normal tissues. The results indicate that the dose to the tumor in an eyeball implanted with COMS plaque increases with increasing GNPs concentration inside the target. Therefore, the required irradiation time for the tumors in the eye is decreased by adding the GNPs prior to treatment. As a result, the dose to normal tissues decreases when the irradiation time is reduced. Furthermore, a comparison between the simulated data in an eye phantom made of water and eye phantom made of human eye composition, in the presence of GNPs, shows the significance of utilizing the composition of eye in ophthalmic brachytherapy dosimetry Also, defining the eye composition instead of water leads to more accurate calculations of GNPs radiation effects in ophthalmic brachytherapy dosimetry.
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I. INTRODUCTION
Ocular melanoma or more specifically, uveal melanoma, is a malignant tumor which can arise from the melanin-producing cells or melanocytes residing within the uvea. These kinds of tumors have the highest rate of metastasis of any intraocular cancer. The method of treatment is determined according to the type of the cancer and the rate of its progress. (1) (2) (3) (4) (5) Enucleation, local resection, and radiation therapy are the most common methods of treatment for ocular melanoma. (6) In radiation therapy, penetrating radiation like X-ray, gamma ray, and alpha and Considerable advances have been made in the application of nanotechnology-based cancer therapy, and numerous studies have been carried out in this field through Monte Carlo simulation and experimental studies. However, only limited studies have been reported that relate eye tumors. From these resources, Sheng Zhang et al. (49) have studied the particles accumulation in the uveal tissue. In this report, the combination of nanoparticles of a suitable size with the ligands specified for the uveal melanoma cells has been found to be a good way for transferring these particles to the tumor area, which would help them to stay in the melanoma tissue for a long time. In addition, the authors reported that nanoparticles can escape through the uveal into the melanoma tissue with much higher accumulation than the microparticles with optimal sizes of 100 nm to 300 nm. In a different study, Kang et al. (50) have evaluated the efficacy of subconjunctival nanoparticles carboplatin in the murine retinoblastoma treatment. However, to our knowledge, the impact of the nanoparticles on the radiation dosimetry of the eye has not yet been evaluated. Therefore, this project has been designed to evaluate the enhancement of the absorbed dose by the presence of the GNPs within the human eye, considering both water and human eye compositions.
In this study we have investigated the application of GNPs in brachytherapy on the eye tumor by Monte Carlo simulations. These simulations are performed with the eye model phantom and water phantom (eye model filled with water) to determine the dose enhancement factor (DEF). In addition, the significance of the eye model on the DEF calculation has been evaluated by comparing the dosimetry calculations in the presence of GNPs in both eye model phantom and water phantom. These simulations are performed using MCNP5 Monte Carlo code. Dosimetric characteristics of a single source were utilized to validate the accuracy of the Monte Carlo simulation technique. Also, the dose distributions of the multisource implant geometry in both eye and water phantoms with 16 mm COMS standard eye plaque loaded with 125 I, model 6711 source (manufactured by GE Healthcare/Oncura; Waukesha, WI) have been simulated.
II. MATERIALS AND METHODS

A. Monte Carlo simulation
In this project, the MCNP5 code (51) has been utilized to evaluate the effect of GNPs on dose enhancement for treatment of ocular melanoma with 125 I eye plaque therapy. This code utilizes a three-dimensional heterogeneous geometry and transports for photons and electrons in the energy range from 1 KeV to 1 GeV. For the simulations of this project, the default MCNP5 photon cross-sectional library, which is based upon release 8 of the ENDF/B-VI (52) has been utilized. The simulations were performed with the *F8 tally for the phantom dosimetry and *F6 tally for the air kerma simulations. The photon energy cutoff is set to 5 KeV in this simulation. The calculated data in MeV per incident particle for each section of the phantom was then converted to absorbed dose (i.e., Gy) or absorbed dose rate per air kerma strength of the source (i.e., cGy h -1 U -1 ) by introducing appropriate conversion factors following the published guidelines. (53) (54) A number of 7*10 7 and 2*10 9 histories have been followed to simulate the air kerma and phantom dosimetry, respectively, in order to achieve a relative statistical error of less than 1%. Table 1 shows the error propagation of the Monte Carlo simulation with MCNP5 in this project.
The effects of the nanoparticles were calculated by performing the simulation in the eye model filled with the water and human eye composition, with and without the presence of the GNPs. Moreover, the geometric design of a 16 mm COMS standard eye plaque, loaded with 13 125 I, model 6711 source, have been introduced in the simulations. The water phantom and the human eye globe geometries ( Fig. 1 ) were designed in a manner similar to the one described in our previous work. (55) As has been emphasized in the previous report, the geometry and characteristic of this simulated eye globe have been determined in a manner that the dimension and specification of main parts of the human eye could be in conformity with the medical data. (54) (55) (56) (57) (58) (59) (60) (61) (62) (63) The chemical compositions and densities of different components of the eyeball tissues which were used in these simulations are given in Table 2 . Due to the nervous complexity of the retina and the vascular complexity of the choroid, their density and chemical compositions were assumed to be the same as water. A brief description of the components and shapes of the eyeball used in these simulations are given in the following section.
The dimensions of the adult human eyeball are relatively constant and may vary by only one or two millimeters, from one person to another. Normally, an adult eyeball has an anterior-toposterior diameter of 24 millimeters, but the vertical and horizontal diameters are approximately 23 mm and 23.5 mm, respectively. Therefore, a spherical shell of 24.6 mm has been considered as an eye globe, during these simulations. In these simulations, the common volume between four concentric spheres with radii of 0.93, 1.03, 1.13, and 1.23 cm (centered at the center of the eye) are the introducer of retina, choroid and sclera, (three primary layers of the eye), respectively. The vitreous humor fills the space between the lens and the smallest sphere (the inner surface of the retina). The lens was defined as an ellipsoidal shape with equatorial diameters of 8 mm and 9 mm and a polar diameter of 0.25 cm. Also, the optic nerve has been defined as the volume between two concentric cylinders with diameters of 7 mm and 8 mm, which was located at the outer layer of the sclera. The skull bone has been simulated by considering the volume between two concentric spheres (centered at the origin of the eye coordinate) with radii of 1.505 cm and 2.05 cm. In both water and human eye globe phantom, the array of 0.5 × 0.5 × 0.5 mm 3 voxels have been utilized for scoring the average energy deposition to different Table 1 . Monte Carlo simulation uncertainties. The uncertainty of the Monte Carlo simulated dose distribution is attributed to statistical fluctuation of the simulation that is given in the output of the simulated data, source geometry, photoionization, cross section, and source energy simulated data, spectrum, which are calculated using the guidelines published in TG-43U1 report and some other publications. (64) points in the eyeball ( Fig. 1(b) ). We have examined that the use of smaller voxel size (i.e., 0.1 × 0.1 × 0.1 mm 3 ) will lead to similar results, but with much longer run time on computer, in order to achieve similar statistical uncertainties. Therefore, this voxel size (i.e., 0.5 × 0.5 × 0.5 mm 3 ) was utilized for the final data collection. These tally cells are selected along the central axis of the plaque, starting from sclera near the plaque to the sclera at the opposite side of the plaque. A single source dosimetry of Model 6711 125 I source was used to validate the accuracy of the source and phantom geometry used in these Monte Carlo simulations. TG-43 (64) (65) recommended dosimetric characteristics of the single source (i.e., dose rate constant, radial dose function, and 2D anisotropy function) were compared with the published data for this validation process. These simulations were performed using a single source located at the center of a 30 × 30 × 30 cm 3 water phantom. To calculate the dose falloff of the source, along its transverse axis with the smaller statistical fluctuations, toroid tally cells (torus-shaped cells) were selected. The major radii of these cells were chose to be in the range of 0.05 cm to 10 cm. The minor radii of the toroid cells, "R", varied as a functional of radial distance as: R = 0.008 cm for 0.05 < r ≤ 0.1; R = 0.01 cm for 0.1 < r ≤ 1 cm; R = 0.05 cm for 1 < r ≤ 5; and R = 0.1 cm for 5 < r ≤ 10 cm.
In the Monte Carlo calculations of this project, the simulations for air kerma rates are performed with the tally cells for scoring the collisional kerma at various distances relative to the source center. The calculated air kerma rates have been scored in the toroid cells filled with the dry air and located at distances ranging from 0.05 cm to 20 cm in vacuum and F6 tally was used. The air kerma strength (SK) is defined as the product of the air kerma rate at a given distance from the source center in vacuum by the square of the distance, as defined in the TG-43U1 recommendation. The SK is independent from the distance. The air kerma strength was then calculated for all the distances and has been found to be constant from 1 cm to 10 cm with relative statistical uncertainties less than 0.1%, so the average value in this region has been taken as the air kerma strength per history.
B. Choroidal melanoma
Choroidal melanoma is one of the three kinds of the uvea melanoma (choroidal, ciliary body, and iris melanoma). Treatment of the intraocular tumor depends on its basal diameter and apical height. Plaque brachytherapy can be used for the treatment of tumors with the apical height of 2.5 to 10 mm and the basal diameter of 16 mm or less. Table 2 . Elemental compositions and densities of different parts of the human eye-ball, water, and dry air used in this simulation. (54, (57) (58) (59) (60) (61) (62) In this work, a choroidal melanoma tumor with the apical height of 5 mm (i.e., 6 mm from the exterior surface of the sclera, according to COMS definition for the point of dose prescription (66) ) has been simulated in both phantoms. This tumor has been assumed to be on the lateral portion to the eyeball on the equator.
C. Ophthalmic plaque and brachytherapy source
In these investigations, a fully-loaded 16 mm COMS eye plaque, containing 13 125 I (model 6711, GE Healthcare/Oncura) brachytherapy sources have been modeled. These sources were sandwiched between a gold plaque with a density of 15.8 g/cm 3 and Silastic (Dow Corning Corp., Midland, MI) seed carrier with a density of 1.12 g/cm 3 . The geometric information and composition of the simulated plaque were obtained from some published references. (67) (68) (69) (70) (71) (72) Also, the coordinates of the 13 seeds for this plaque are in accordance with the standard position for COMS plaque. (66) Moreover, the detailed geometric and characteristic information of the model 6711 125 I sources have been obtained from the publicly accessible website of the Carleton Laboratory for Radiotherapy physics seeds database. (73) The photon spectra quoted in TG-43 (64) has been used to sample the initial photon energies and probabilities for these brachytherapy sources. In these simulations, both water and human eyeball phantom with the fully loaded eye plaque were placed in a 30 × 30 × 30 cm 3 water phantom, for the final dosimetric evaluations. The location of the eyeball in this phantom was selected such that it nearly represented the real patient anatomy (i.e., the cornea of the eye was toward one surface of the cubical phantom).
D. Gold nanoparticles (GNPs)
In our simulation, 50 nm GNPs were uniformly distributed within the tumor, in both the eye phantoms filled with the water and the eye composition to create different concentrations (i.e., milligram of GNPs per gram of the target tissue) of 7, 10, 18, and 30 mg/g. From the simulated absorbed dose to different points of interests in the eyeball, with and without the presence of the GNPs, the values of the dose enhancement factors were calculated. Considering a treatment time of 100 hrs, a procedure introduced by Thomson et al. (54) was utilized to achieve a dose of 85 Gy at the tumor apex.
III. RESULTS
A. Calculation of TG-43 parameter (single source)
The accuracy of the seed model used in this study has been benchmarked via calculations of the TG-43 dosimetry parameters (air kerma strength, dose rate constant, and radial dose function) and comparison with the published results reported by Taylor and Rogers (73) and Rivard et al. (64) Table 3 and Fig. 2 shows excellent agreement (within ± 5%) between the presently calculated radial dose function (RDF) of a single Oncoseed 125 I (Model 6711) brachytherapy source and the reported data by the Rivard and Taylor studies.
Moreover, the dose rate at the reference point (r 0 = 1 cm, θ 0 = π/2) has been calculated, Ḋ (r 0 , θ 0 ), as the dose to water per photon history in a torus tally cells with 0.01 cm minor cross sectional diameter. It should be noted that r 0 and θ 0 are the transverse axis polar coordinates relative to the source center. The dose rate constant, Ʌ , has been obtained as the ratio of the calculated dose rate to the air kerma strength (SK) with the unit of cGy.h -1 U -1 . The symbol U is the unit of air-kerma strength of the source and it is defined as 1U = 1 cGy.cm 2 .h -1 . The result gained from this study and those reported by TG-43 (64) and Taylor and Rogers (73) are listed in Table 4 . (73) TG-43 (64) (73) and Rivard et al. (64) Figure 3 displays the isodose contours in the x, y plane at z =0 for a 16 mm COMS plaque loaded with 13 125 I Oncoseeds (Model 6711). This plaque has been simulated at the center of the water phantom and the dose has been scored in 0.1 cm 3 voxels. In this plot, the 100% line dose is located at the tumor apex. As the distance from this point increases, dose values decrease rapidly which is the main benefit of this treatment modality. Figure 4 (a) shows the depth dose curve for 125 I sources in a fully loaded 16 mm COMS eye plaque in both water and eye phantoms (without the presence of the tumor), relative to the dose value at 5 mm depth (where in this work's tumor apex is assumed to be). These results show an agreement between the two sets of data for all the points, except the first and last points, that falls on the sclera adjacent to the plaque and opposite to the plaque, respectively. The dose value to the first and the end voxel in the eye phantom are approximately 26% higher than that of the voxels in water phantom. Based on the similarity between the elemental composition of the vitreous body and water, it is clear that the dose in the vitreous is approximately similar to that of the water. Moreover, the calculated depth dose in the water phantom has been compared with those calculated data by Thomson et al. (54) (Fig. 4(b) ) with an excellent agreement (within the uncertainties shown in Table 1 ) between them. Figure 4 shows the depth dose curves along the central axis direction of the plaque. To study the effect of the eyeball composition, the Monte Carlo simulation of the eye includes several 0.05 cm 3 voxels that have been selected at the different critical points in the eye, as well as the Table 4 . A comparison of the dose rate constant, Ʌ (cGyU -1 h -1 ), of 125 I brachytherapy source in water, simulated in this project with the published data.
B. Dosimetry calculations
Taylor and Rogers (73) Rivard et al. (64) This Work Dose rate constant 0.942 0.965 0.923±0.011 tumor apex. With the assumptions and utilization of the approach of Thomson et al., (54) the total dose at the points of interest have been calculated and they are shown in Table 5 . The relative statistical uncertainty is lower than about 1% with the highest percent in the opposite side of the eye and the lowest percent in the sclera among the prescription points represented in this Figure 5 presents a comparison between four concentrations of GNPs in the calculation of dose enhancement factor (DEF) in both phantoms. The dose enhancement factor has been plotted in the figure as a function of radial distances from the center of the plaque, while the plaque is placed next to the tumor in the simulated human eye and the water phantom. Figure 6 shows the ratio of the central axis depth dose to the dose at the tumor apex for 16 mm COMS eye plaque in water phantom, eye globe, and simulated human eye with nanoparticlesinduced tumor. These results show that for the same dose to the apex of the tumor lower normal tissue doses (distances > 0.5 cm which is the tumor apex) are achieved for larger concentration of the nanoparticles. (54) The vertical axis represents the ratio of dose to the dose at the tumor apex. The uncertainties are shown in Table 1 . Table 5 . A comparison of the integrated dose (Gy) at different points of interests in an eyeball, implanted with a 16 mm eye plaque located next to the tumor on the equator temporal to the eyeball. Columns labeled "P.W" and "S.W" compares the dose for 13 125 I seeds in water phantom with and without the presence of the plaque, respectively. "Eye" refers to simulated human eye using the data of Table 2 and "water" refers to the simulated human eye in which all parts of the eye were assumed to be made of water. "Plaque in eye" refers to the 13 125 I seeds with plaque present in human eye phantom. "7 mg/g, 10 mg/g, 18 mg/g, and 30 mg/g" refer to the concentration of GNPs inside the tumor in both phantom types. The relative statistical uncertainty is lower than 1%.
Thomson This Thomson
This et al. (54) Work et al. (54) Carlo simulation, the tally cells were placed along the central axis of the plaque, starting from the sclera near the plaque to the sclera opposite side of the plaque. DEF calculations have been done in the simulated human eye using the data shown in Table 2 . Fully loaded 16 mm COMS eye plaque has been positioned next to the tumor on the equator temporal to the eyeball. A fully simulated human eye globe filled with eye material is referred to as (eye) and the water phantom is referred to as (water). The relative statistical uncertainty is lower than about 1%, with the highest percent in the opposite side of the eye and the lowest percent in the sclera among the prescription points represented in this table. Table 5 .
IV. DISCUSSION
In radiation therapy, the required radiation dose for treatment is chosen based on the type of tumor and the rate of its progress. Determination of the required dose for the treatment of a specific tumor or the control of the tumor growth can be directly related to the treatment time for a given technique. For treatment of ocular melanoma, the prescribed dose is normally to the tumor apex. The height of the tumor apex may vary from patient to patient and, thus, the treatment time will vary, to deliver prescribed dose. These changes may affect the dose values to the normal tissues in the eye, such as sclera, optical nerve, and lens. Table 5 shows that defining the nanoparticles in the tumor area led to the dose increase inside the tumor with no significant changes in the absorbed dose by other parts of the eye in both phantom types. The calculated doses to the tumor apex in the presence of GNPs inside the tumor with the concentrations of 7 mg/g, 10 mg/g, 18 mg/g, and 30 mg/g was found to be increased by a factor of about 1.9, 2.2, 3.2, and 4.6, respectively, in the eye model and about 1.9, 2.3, 3.3, and 4.8 orders of magnitude, respectively, in the water phantom. Despite the similarity of the dose enhancement to the tumor apex for the two phantom types, the results in Table 5 show that the composition of the eye materials influences the calculated dose in the choroidal melanoma. This effect is visible in the absence of GNPs, indicating that the dose to the points of interest in the eye phantom differs from that of water phantom. The dose to the center of lens and optic disk in the eye is lower than the dose calculated in these points in water. On the contrary, the dose to the sclera, apex, and the opposite side in the eye are more than that of the water phantom. The dose increase in the sclera is about 28% and the dose reduction in the lens is about 11.6%.
The differences between the results of dosimetry in the eye model and water phantom are more prominent when the GNPs are defined in the tumor. For example, in the presence of 18 mg/g GNPs, there is an increase of 20% in the eye model and 4% in the water phantom in the dose absorbed to sclera relative to that of the eye and water phantom with no nanoparticles present. These differences are mainly due to the impact of the elemental compositions of the two phantom types in the photoelectric interaction of the low energy photons from 125 I brachytherapy sources. Furthermore, with the presence of the plaque relative to the absence of the plaque, our results indicate that the dose to the point located opposite to the plaque has an increase of approximately 10% in the water phantom, while decreasing by about 7% in the eye phantom. This effect also can be attributed to the photoelectric interactions for the low energy photon and chemical elements of the two phantom types.
In Table 5 , a comparison of the effect of the plaque for multiple seed simulation has been shown, too. The data show that the presence of the plaque around the seeds causes a decrease in the dose to all points of interest. For instance, the dose to the sclera and tumor apex in the water phantom in the presence of the plaque is about 14% less than that of the absence of the plaque, but with the same arrangement. This amount is increased as the distance from the plaque is increased. The dose reduction is a consequence of the elemental composition of the plaque backing gold alloy and the Silastic seed carrier. The high atomic number of the gold causes enhanced photoelectric absorption and results in a dose reduction. Table 5 shows that, in the presence of the plaque, the dose to sclera is approximately 28% larger in eye phantom than that of water phantom. The differences of the aforementioned increase of the dose values are due to the differences of the chemical compositions of the phantom material and presence of the plaque.
Regarding the results of Table 5 and considering the relative statistical uncertainty lower than about 1% in all calculations, the discrepancies between water and eye phantom are considerable in all parts of the eye. However, considering systematic uncertainties in eye plaque therapy, the discrepancies in some parts such as center of eye and macula may be in the range of uncertainties, and therefore they may not be reliable.
As can be seen from Fig. 5 , the tumor dose enhancement is greater for higher concentration of GNPs in both water and the eye phantoms. However, the notable result is that at given concentrations of GNPs, the DEF value in the water phantom is larger than that in the eye phantom. Moreover, as shown in the figure, the difference between the eye and the water phantom increases with increasing nanoparticle concentration. Since the photoelectric cross section depends on the atomic number of the material and photon beam energy, the use of the 125 I as a low-energy photon source and GNP as a high-Z material will increase the probability of the photoelectric interaction inside the tumor. Therefore, as shown in Fig. 6 , keeping a fixed prescribed dose delivery to the apex of the tumor will lead to a lower absorbed dose to the normal tissue of the eye. When the concentration of the nanoparticles increases in the area of the tumor, a higher amount of radiation energy will be absorbed in the tumor area due to an increase in the probability of the physical phenomena such as photoelectric. As a result, the amount of the dose absorbed by the normal tissue will be decreased.
V. CONCLUSIONS
In this study, a Monte Carlo simulation model of human eye was built, considering its composition closer to reality, and a water phantom was used to investigate the effects of the GNPs on radiation dose enhancement in ophthalmic brachytherapy dosimetry. The results show that a significant tumor dose enhancement could be achieved, using GNPs inside the tumor during the irradiation by low energy source. With a certain diameter of GNPs, the results of the dose calculation show a higher dose enhancement for the greater concentration of GNPs.
The presence of GNPs inside the tumor made no significant changes in the radiation-absorbing sensitivity of other normal tissue of the eye. Therefore, for the same delivery of the dose to the tumor apex, one may be able to deliver a smaller dose to the normal tissues in the eye (Fig. 6) . Furthermore, comparing the dosimetry calculations in the presence of GNPs between the water phantom and the eye model shows the importance of a more accurate definition of the eye material in ophthalmic brachytherapy.
The results of the Monte Carlo study in this investigation show that the presence of GNPs inside the tumor could play an important role in dose enhancement. However, the availability of an experimental study (in vitro or in vivo) in melanoma could result in a better under standing of the effect of GNP in the melanoma dosimetry. A full experimental investigation of the effects of the GNPs inside the choroidal melanoma on brachytherapy dosimetry could answer many of the questions in this project.
